MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM

RECEIVED s Ry 48
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Complete this reporl at the time of the regular monthiy preventive maintenaace check (not to exceed 35 days).

Complele this report whenever the instrument is serviced or repaired and whenever it is placed into service.

Fetain Ihe original and send a copy within 15 days 1o the Breath Alcohol Program, DHSS.

DATAMASTER SN . HNAME OF AGENCY DATE OF INSPECTION
20715 MESSOIRT STATE Hreundy FATHOL JO/0/z0/ 3
LOCATION OF INSTRUMENT (STREET AND CITY) - | o TIME OF INSPECTION
AL TN Covvry AT, OO LrvTel By Hodd), ME xT0s , s 0, 3267 /S' J; /

CHECKLIST: Place a mark In the box by each ltem if found to be satisfactary or if oparating within established limils. {Write in observed valuss
where delermingd.) Unmarked ltems must be corrected before using Instrument,
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m CALIBRATION CHECK - (ONLY ONE STANDARD IS TQ BE USED PER MAINTENANCE REPORT)

Run three lests using a standard solution. Alf three lests must be wilhin 5% of the standard value and must have a spread of 005 or
less. Mark the box corresponding lo the standard solulion being used. (PRINTOUT ATTACHED)

%0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0,105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE
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m PERFORM R.FL TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)
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LIST ANY HEW PARTS AND DESCRIBE ANY ALTERATION OR MGDIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFhCTORCLY ANDWITHIN ESTABLISHED LIMITS
[USE OFHER SIDE IF NECESSARY).
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REPCO MARKETING INC.

31014188 STONYBROOK DRIVE
RALEIGH, N.C. 27604
919-878-5480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.
LOT NUMBER: 13001
EXPIRATION DATE: March 7, 2015 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. manufactured, tested and supplied Lot Number
- 13001 of Alcohol Certified Solution for simulators. Random samples of said lot

number were analyzed by an independent laboratory utilizing a gas chromatograph
and found to contain ___,1215 - gms/dl +/-.003 gms/dl wt/vol ethanol (95%

Confidence).
The alcohol and distilled water used in the solution were found to be free of

any interferring substance,

This solution will produce a vapor alcohol value of 100 +-3% gms/210L,

Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in a simulator

(95% Confidence). ‘ .
The date of manufacture for this lot number is March 8, 2013

The expiration date for-this lot number is _- March 7, 2015. at
11:59 p.m.

This document is a true representaz on of the original Certificate of Analysis.

Cecil B. Garner, President
RepCo Marketing, Inc.
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Face This Side Down - This Edge In First

BAC DataMaster
Evidence Ticket

Face This Side Down - This Edge In First

PAC DataMaster
Evidence Ticket

Facc This Side Dawn - This Edge In First

BAC DataMaster
Evidence Ticket
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE I

AUSTIN B KINGS

is hereby authorized to instruct and supervise operators, train instructors, inspect, calibrate, perform field service and repairs,

and operate the following breath analyzer(s):
DATAMASTER

for the determination of the alcoholic content of blood from a sample of expired air. Permit issued under the provisions of sections
577.020 through 577.041, RSMo and 306.111 through 308.119 RSMo.

oare ___ 02/08/2013
DIRECTOR OF STATE PUBLIC HEALTH LABORATORY

numser 230023 ; WAV
| Dol Vsl Qu}

EXPIRES QN\@W\N@HM Acting Director

DIREGTOR OF DEPARTMENT OF HEALTH AND SENICR SERVICES
MO 580-0771 (8-10} LAB-4 (FE-10)




